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Variability of CO2 concentrations within the Earth system occurs over a wide range
of time and spatial scales. Resolving this variability and its drivers in terrestrial and
aquatic environments ultimately requires high-resolution spatial and temporal monitoring;
however, relatively high-cost gas analyzers and data loggers can present barriers
in terms of cost and functionality. To overcome these barriers, we developed a
low-cost Arduino monitoring platform (CO2-LAMP) for recording CO2 variability in
electronically harsh conditions: humid air, soil, and aquatic environments. A relatively
inexpensive CO2 gas analyzer was waterproofed using a semi-permeable, expanded
polytetra�uoroethylene membrane. Using �rst principles,we derived a formulation of the
theoretical operation and measurement ofPCO2(aq)by infrared gas analyzers submerged
in aquatic environments. This analysis revealed that an IRGA should be able to measure
PCO2(aq) independent of corrections for hydrostatic pressure. CO2-LAMP theoretical
operation and measurement were also veri�ed by accompanying laboratory assessment
measuringPCO2(aq)at multiple water depths. The monitoring platform was also deployed
at two sites within the Spring�eld Plateau province in northwest Arkansas, USA: Blowing
Springs Cave and the Savoy Experimental Watershed. At Blowing Springs Cave, the
CO2-LAMP operated alongside a relatively greater-cost CO2 monitoring platform. Over
the monitoring period, measured values between the two systems covaried linearly
(r2 D 0.97 and 0.99 for cave air and cave stream dissolved CO2, respectively). At
the Savoy Experimental Watershed, measured soil CO2 variability capturing sub-daily
variation was consistent with previously documented studies in humid, temperate soils.
Daily median values varied linearly with soil moisture content (r2 D 0.84). Overall,
the CO2-LAMP captured sub-daily variability of CO2 in humid air, soil, and aquatic
environments that, while out of the scope of the study, highlight both cyclical and
complex CO2 behavior. At present, long-term assessment of platform design is ongoing.
Considering cost-savings, CO2-LAMP presents a working base design for continuous,
accurate, low-power, and low-cost CO2 monitoring for remote locations.
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INTRODUCTION

Carbon exchange within the Earth system is facilitated, in part, by
the production, transfer, and uptake of carbon dioxide (Schimel
et al., 2001; Brantley et al., 2007). Unraveling biologic and
biogeochemical (Broecker and Sanyal, 1998; Davidson et al.,
2010; Demars et al., 2015; Florea, 2015), geologic (Lowenstern,
2001; Werner and Cardellini, 2006; Burton et al., 2013; Queiber
et al., 2016), and anthropogenic factors (Olah et al., 2011; Ward
et al., 2015; Decina et al., 2016) that in�uence CO2 concentrations
require not only accurate, high-frequency measurements ofCO2
concentrations, but widely distributed, and if possible, spatially
dense CO2 measurements (Schimel et al., 2001; Hari et al., 2008;
McDowell et al., 2008; Richter and Mobley, 2009; Brantley et al.,
2016).

Long-term, high-frequency measurements of CO2
concentrations are limited across Earth (McDowell et al.,
2008; Andrews et al., 2014) compared to other continuous
environmental monitoring in terrestrial and aquatic
environments (e.g., air and stream temperature, air pressure,
humidity, stream pH;Martin et al., 2017). In turn, the inter-
and intra-seasonal variability of CO2 and environmental factors
controlling variability across terrestrial ecosystems remains
poorly constrained (Serrano-Ortiz et al., 2010; Lombardozzi
et al., 2015). Reducing these uncertainties in carbon transfers
hinges upon increasing the spatial and temporal coverage of
CO2 measurements across the Earth system (Schimel et al., 2001,
2015; Lombardozzi et al., 2015; Bradford et al., 2016).

While the availability of commercial, �eld-deployable infrared
gas analyzers (IRGA) have greatly enhanced measurement
capacity, costs due to instrumentation acquisition, maintenance,
and in some cases, limited storage capacity and control over
measurement frequency using proprietary systems greatly limit
the spatial and temporal extent of monitoring (Fisher and Gould,
2012; Martin et al., 2017). Furthermore, ancillary data, such as
temperature (in air or water), are needed for environmental
correction of CO2 values, but combined sensor, and data
logger selection may be limited between proprietary systems
stemming from incompatibilities between manufacturers (Fisher
and Gould, 2012).

Over the last decade, the availability and use of relatively
inexpensive microcontrollers and “microcomputers” for
scienti�c research has increased signi�cantly (Cressey, 2017).
Use of these platforms to interface sensors has grown, in part,
from the increasing availability of sensors, and the need for
customized interfacing to measure, and monitor conditionsboth
in increasingly complex laboratory experiments, and challenging
environmental settings (e.g., caves;Pearce, 2012; Beddows and
Mallon, 2018). Low-cost CO2 IRGAs (< $150 USD) and low-cost
Arduino monitoring platforms (LAMPs) have been speci�cally
used to measure and monitor dissolved CO2 using automated
�oating chambers (Bastviken et al., 2015) and ambient CO2
(Martin et al., 2017); however, adoption of a low-cost IRGA
for electronically harsh conditions, such as high-humidity
environments (e.g., caves) or within stream environments (i.e.,
submerged, direct dissolved CO2 measurement), have been
limited. If similar methods for waterproo�ng CO2 sensors

are used (Johnson et al., 2009), adoption of a low-cost IRGA
to monitor CO2 in electronically harsh environments should
be possible.

We present a low-cost ($250–300 USD), Arduino-based
monitoring platform (CO2-LAMP) for measuring atmospheric,
soil, and dissolved CO2 concentrations. Included in this study
are methods for fabrication, reference measurement (i.e.,zero
and span reference gases), instrument value corrections and
post-processing, and results from �eld-trial evaluations. Aspart
of the reference measurement and post-processing, a novel
presentation of theoretical sensor operation, sensor output,
and accompanying empirical experiments were made to verify
theoretical instrument output, and applicable environmental
corrections. Consequently, the description and corrections are
highly relevant to other direct, dissolved gas measurement
systems by IRGAs (Johnson et al., 2009; Yoon et al., 2016). Field
evaluation comprised: (1) A comparative �eld trial between the
CO2-LAMP and a relatively greater-cost system for monitoring
ambient CO2 and dissolved CO2, and (2) monitoring soil CO2
in a shallow soil pit. Lastly, recommendations, and future work
with respect to fabrication, improving measurement accuracy,
and deployment of the CO2-LAMP are discussed.

MEASUREMENT OF CO 2 IN EARTH'S
NEAR-SURFACE ENVIRONMENT

Measurements of CO2 within ambient air, soil, and aqueous
environments encompass a range of sampling protocols and
gas analyses. While not an exhaustive review, this section
provides theoretical principles and practical aspects of measuring
CO2 in Earth's near-surface environment used in this study.
Moreover, this brief overview presents information on discrete
and continuous CO2 measurement methods within air, soil, and
aqueous environments with emphasis on the operating principles
of direct dissolved CO2 measurements using IRGAs within
aqueous environments speci�cally investigated.

Analysis of CO 2 in Air and Soils
Analysis of ambient CO2 and soil CO2 are routinely conducted
by discrete sampling andin situ gas analyzers (Jassal et al.,
2005; Andrews et al., 2014; Sánchez-Cañete et al., 2017;
Jochheim et al., 2018). Discrete sampling is conducted primarily
through gas collection into evacuated air-tight or “inert gas
�ushed” (e.g., helium �ushing) containers. Extracted gases
are subsequently sampled, typically using an IRGA, gas
chromatography (GC), or isotope ratio mass spectrometer
(Breecker and Sharp, 2008; Joos et al., 2008). Common in
situ gas analyzers for measuring CO2(soil) have included the
Vaisala GMD20, GMM221, and GMM222, and the Eosense
eosGP (Hirano et al., 2003; Jassal et al., 2005; Sánchez-Cañete
et al., 2017). Unlike discrete measurements,in situ sensors
allow greater measurement frequency directly located within
air and soil environments. However,in situ sensors require
continual reference measurements to ensure accountability of
sensor drift and o�sets during deployment (Moran et al.,
2010; Andrews et al., 2014). To further ensure measurement
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accuracy through time, ancillary parameters, which include
temperature, relative humidity, and atmospheric pressure,
must also be measured to correct for di�erences between
calibration, and �eld environmental conditions (e.g., pressure
and temperature corrections;Fietzek et al., 2014). To protect
against instrument damage in soil environments, protective
membranes, such as silicone or polytetra�uoroethylene, are
used to cover the sensor, but still allowing for gas exchange
(Tang et al., 2003; Jassal et al., 2005).

Obtaining Dissolved CO 2 Concentrations
Dissolved CO2 concentrations are most often obtained through
three common methods: (1) Estimation of CO2 concentrations
from alkalinity titration and carbonate species equilibria
calculations (Stumm and Morgan, 1996; Abril et al., 2015; Jarvie
et al., 2017); (2) Manual gas extraction from water sample
collection in air-tight containers (e.g., copper tubing, manual
headspace analysis;Sanford et al., 1996and references therein);
and (3) Directly measured through gas equilibration (Takahashi,
1961; Frankignoulle et al., 2001; Johnson et al., 2009; Yoon
et al., 2016). The majority of dissolved CO2 values reported for
natural waters have been, to date, through carbonate equilibria
calculations from measured pH, and total alkalinity (Abril
et al., 2015; Liu and Raymond, 2018). However, reported partial
pressures of dissolved CO2, and corresponding dissolved CO2
concentrations in organic-rich, low pH inland freshwaters are
likely overestimated due to a combination of: (1) Greater total
alkalinity derived from organic acid anions (e.g., greaterdissolved
organic carbon) and (2) Greater sensitivity of calculated dissolved
CO2 for low pH, low alkalinity waters vs. relatively higher pH,
higher alkalinity waters (Abril et al., 2015). Importantly, Abril
et al. (2015)highlight the critical need for direct measurements
of CO2 given the large uncertainty that may arise from carbonate
equilibria estimations.

Direct Measurement of Dissolved CO 2
Principles
Direct dissolved CO2 measurement systems have been previously
described byYoon et al. (2016)and are separated into two
categories of active-equilibration and passive-equilibration. The
active-equilibration methods being: manual gas extraction;
a spray-type equilibrator (Takahashi, 1961); and a marble-
type equilibrator (Frankignoulle et al., 2001). In active-
equilibration systems, an external power-source facilitates water-
air equilibration by pumping external water through sprayers
or marble media. Enclosed, internal air volumes are circulated
through an IRGA. The passive method is referred to as
a “membrane-enclosed sensor.” Passive membrane-enclosed
sensors work via di�usion and equilibration of gases across
a liquid impermeable, but gas permeable, membrane (Sanford
et al., 1996; Johnson et al., 2009).

Compared to spray-, and marble-type equilibrators,
membrane-enclosed sensors are practical in harsher
environments such as soil, and surface waters, which can
be variably saturated or highly turbid, and prone to tubing
clogging or instrument fouling. This method is also more
useful in situations where power delivery is limited (e.g., caves).

However, membrane-enclosed sensors have the drawback of
longer equilibration times (> 10 min), and therefore they may
not fully capture short-term, large magnitude variation in surface
waters (e.g., rapid mixing during storm events;Yoon et al., 2016).

Hybrid systems also exist, which interface with surrounding
water through membrane mediated gas exchange (i.e., a
membrane-enclosed equilibrator) but also internally circulate
air for heating and thermal equilibrium (De Gregorio
et al., 2011; Fietzek et al., 2014). To decrease equilibration
time in membrane-enclosed systems, external pumps near
the membrane move adjacent water to the membrane
interface which limit expansion of a static-boundary layer
(Manning et al., 2003; Fietzek et al., 2014).

For all direct-measurement systems, CO2 measured by an
IRGA or GC is the equivalent partial pressure of CO2, PCO2(aq),
in equilibrium with the dissolved CO2 of the water in accordance
with Henry's Law:

PCO2 D KCO2(T,S,P)Ci , (1)

where KCO2 is the Henry's Law constant for CO2 at a given
temperature,T, salinity, S, and pressure,P, and Ci is the
concentration of dissolved CO2 in water (Colt, 2012). Dalton's
Law states that the sum of partial pressures for all dissolved
gas species are equal to the total dissolved gas pressure in the
water,PTDG:

PTDG D PN2 C PO2 C PCO2 C Pother gases. (2)

For most shallow surface waters and uncon�ned groundwater
systemsPTDG is approximately equal to ambient atmospheric
pressures (Manning et al., 2003; Gardner and Solomon, 2009).
However, some notable exceptions include: (1) dam tailwaters
(D'Aoust and Clark, 1980; Urban et al., 2008) and similar surface
water conditions that promote entrainment of bubbles at greater
depths wherePTDG may be upwards of 1.3 times atmospheric
pressure; (2) deep, con�ned groundwater systems (Gardner and
Solomon, 2009; Ryan et al., 2015); and (3) deep, crater lake
systems containing submarine gas vents at depth, such as Lakes
Monoun, and Nyos in Cameroon (Kling et al., 1987; Kusakabe
and Sano, 1992). In both con�ned groundwater and deep, lake gas
vent systems, increased hydrostatic pressure allows for greater gas
saturation (i.e., increased concentration). As such,PTDG values
may be several times that of atmospheric pressure if waters are gas
saturated at these greater hydrostatic pressures. In practice, dual
measurement of total dissolved gas pressure and dissolved CO2
are recommended in environments wherePTDG is suspected to be
higher than atmospheric pressure to account for greater dissolved
concentrations (Ryan et al., 2015).

At abyssopelagic depths (> � 4,000 m) in marine systems,
changes in Henry's constant due to hydrostatic pressure mustalso
be taken in account when calculating expected PCO2 for a given
dissolved CO2 concentration or vice versa (Enns et al., 1965;
Hamme et al., 2015). Inland freshwater systems, however, do not
encounter such depths. For example, Henry's Law constants for
dissolved gas measurements at Lake Baikal (i.e., Earth's deepest
lake at � 1600 m) would only be o�set� 2.2% (Enns et al.,
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1965; Hamme et al., 2015). Therefore, changes in Henry's Law
constants with respect to hydrostatic pressure are negligible for
relatively shallow water bodies.

Membrane-Enclosed Equilibration
Principles
Fluid movement across membranes occurs through convective
mass transfer comprising di�usive and advective transport
(Bergman et al., 2011; Kruczek, 2015). Di�usive gas exchange
between an external environment (i.e., atmosphere, soil, orwater)
and a membrane-enclosed volume, or headspace containing an
IRGA, has been previously described using a Solution-Di�usion
model. In this Solution Di�usion model, gas exchange is driven
by di�erences between the partial pressures of the external
environment, Penv, and within the headspace,PIRGA (Bareer,
1939; Sanford et al., 1996; De Gregorio et al., 2005; Gardnerand
Solomon, 2009). From De Gregorio et al. (2005), assumingPenv
to be constant, the partial pressure of CO2 in the headspace at
some time,t, may be estimated by

PIRGA . t/ D PenvC .Pi � Penv/ e�
KpA
Vh t , (3)

wherePi is the initial partial pressure of CO2 in the headspace,
Kp is equal to the e�ective di�usivity of the gas through the
environment-membrane boundary and the membrane material
(Gardner and Solomon, 2009), A is membrane surface area, and
h is membrane thickness.

Empirically, the exponential term can be calculated from
experimental data using a modi�ed form of Equation (3) whereby
generalizing the exponential term,KpA/Vh, as a constantq, and
subsequently solving forq:

PIRGA . t/ D PenvC .Pi � Penv/ e� qt. (4)

If Kp is unknown, butA, V, andh are well-constrained,Kp can be
solved by rearranging the obtainedq constant:

Kp D
qVh
A

. (5)

In the case of membrane submersion within water, di�usion
of the gas within the water may have an important impact on
transfer rates, rather than mass transfer being controlledby
di�usion through the membrane alone. In this case, using a
slight modi�cation of Equation (4) to calculate the mass transfer
coe�cient, k, wherek D Kp/h may be more meaningful.

For description of percent equilibration of CO2 to a reference
gas, an exponential, ore-folding, timescale can be used to
describe the amount of time over which changes in concentration
or percent equilibration associated with an exponential process
(i.e., gas equilibration in this case) occur by factors ofe� 2.718.
From measuredPCO2 using a waterproofed IRGA,e-folding time
units, Tf in seconds, can be expressed as

Tf D
t

ln
�

PIRGA(t)
Pi

� (6)

where t is equal to the time elapsed from the beginning of
the observation period. To determinen e-folding time, where
n is the folding time interval (e.g., three-folding times),n is
divided by theq constant value, rede�ned here as� , obtained
from the exponential function term (see Equation 4): e-folding
time D n/� . For example, at three e-folding time (or 3/� ),
equilibration of a mixture from the initial to �nal concentration
is at � 95%, i.e., 1–(1/e3). In turn, solving for 3/� determines
the speci�c Tf equivalent to a measured value and actual
time, t, where the partial pressure or concentration of CO2 is
95% equilibrated.

MATERIALS AND METHODS

CO2-LAMP Fabrication for Humid and
Aqueous Environments
Fabrication of CO2-LAMP consisted of waterproo�ng a relatively
low-cost IRGA using a semi-permeable membrane (Figure 1)
and interfacing the IRGA with an Arduino-based platform to
read and record instrument values. The IRGAs used in this study
were the K30 1 and 10% analyzers manufactured by Senseair
AB (Delsbo, Sweden). Analyzer accuracies are reported by the
manufacturer as� 30 parts per million by volume (ppmv)� 3%
for the K30 1% model and� 300 ppmv� 3% for the 10% model,
respectively. The resolution of CO2 concentrations reported by
the K30 1 and 10% are 1.0 and 10.0 ppmv, respectively.

The membranes used were an expanded
polytetra�uoroethylene ePTFE sleeve (Product number 200-07;
International Polymer Engineering, Tempe, AZ, USA) and
ePTFE gasket disc (Product number 1084N86, McMaster-Carr,
Douglasville, GA, USA). Before enclosing the sensor, a serial
cable was soldered to the K30 printed circuit boards (PCB) for
interfacing the sensor with either Arduino microcontrolleror
desktop-PC. Then, the ePTFE membrane was placed over the
K30 hydrophobic �lter and attached to the K30 PCB by applying
a small amount of Plasti Dip rubber compound (Plasti Dip
International, Blaine, MN, USA). Subsequent coats of Plasti
Dip were applied to create an e�ective seal at the contact of the
membrane and the printed circuit board.

During coating steps, small holes in the rubber compound
can form from degassing of the curing agent requiring multiple
rubber compound coats. Small openings on the underside of the
K30 PCB were then also �lled with Plasti Dip. Importantly, a 1 h
curing period was allowed between applying coats of the rubber
compound. After application, to ensure a complete seal, a 24 h
wait period was allotted allowing for a full cure of the rubber
compound. A hole large enough for the serial cable was then
drilled into a small plastic case and the K30 was placed inside the
plastic case with the serial cable extending through the holein the
plastic case.

A small amount of Sugru silicone adhesive (FormFormForm
Ltd., London, United Kingdom) was also used to horizontally
level the K30. Subsequently, the K30 was then “potted” in Hysol
9460 epoxy (Henkel Corporation, Rocky Hill, CT, USA) just up to
the point of covering the membrane. Lastly, a �nal rubber coating
was applied at the contact between the epoxy and membrane and
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FIGURE 1 | (A) Simpli�ed schematic of step-wise waterproo�ng of K30 sensor. (B) Schematic wiring diagram among the power source, voltage regulator, Arduino
Uno, and Adafruit loggershield, relay switch, and K30 IRGA.(C) Labeled photograph of waterproofed K30 and corresponding IRGA components in cross section.
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FIGURE 2 | Arrangement of 12 V battery power source, voltage regulator,
Arduino-based data logger, relay switch, and terminal block connections that
lead to a waterproofed K30. Terminal block was used to reducephysical strain
and potential disruption to interior wired connections in the event the
connecting cable to the waterproofed K30 is disturbed (e.g., external force
pulling cable out of the box).

at the serial cable-epoxy contact (Figure 1). Membrane thickness
and estimated area were� 1 mm and 8 cm2.

For the majority of lab experiments, respectively, and all
�eld trials, the K30 was interfaced to an Arduino Uno (https://
www.arduino.cc) with a connected Adafruit (New York, NY,
USA) Data Logging shield using a universal asynchronous
receiver/transmitter (UART) serial connection. During some
laboratory trials, the K30s were instead interfaced via USB to a
desktop computer where readings were read and logged using
CO2Meter GasLab software (CO2Meter.com, Ormond Beach,
FL, USA). Two Arduino sketches (i.e., programs) were written
to interface the Uno and a power relay switch (Seeed Studio,
Shenzhen, China) to control power delivery to the K30 in two
modes: (1) a semi-continuous mode, where values were logged
every 10 s for 60 s and then the sensor was powered o� for 1 min
before another measurement period began; and (2) a lower-
power mode where values were logged every 10 s for 20 min,
followed by a 45 min sleep period. Between measurement cycles
the Uno was in “sleep” mode to reduce power consumption. In
general, the low-power mode is advantageous in environments
where direct power and battery recharge (e.g., solar panels) are
not possible (e.g., caves).

Power was delivered to the K30 and Arduino Uno using
regulated power supplies in the laboratory and 12 V batteries
in the �eld (Figure 2). Between the power source and CO2-
LAMP components, a step-down regulator was used to ensure a
6.5 V delivery to the Arduino and K30. While the K30 required
only 5.5 V for operation, the additional voltage was applied to
supplement for transmission loss given the length of the cable
to the K30 (� 8 m). Measured K30 values were recorded on an
SD Card using an Adafruit Assembled Data Logging shield for
Arduino (Product 1141, Adafruit, New York, NY, USA).

Zero and Span Reference Measurements
To initially verify K30 accuracy, span gas measurements were
made using certi�ed CO2-Nitrogen balanced gas mixtures of
2,000 and 10,000 ppmv CO2 (� 2% analytical uncertainty) both
in a dry, gas-�lled chamber (Figure 3A) and partially water-�lled
chamber where the sensor was submerged (Figure 3B). For the
dry reference measurements, a waterproofed K30 1 and 10% were
placed in a dry, vented chamber while the reference gas mixture
was continuously delivered to the chamber until equilibration
with the reference gas was obtained. For submerged reference
measurements, waterproofed K30 1 and 10% sensors were placed
in a vented, partially water-�lled chamber where reference gas
mixtures were delivered to the chamber via a di�user stone at the
base of the chamber.

The water in the chamber was considered equilibrated to
95% once the CO2-LAMP readings reached the three e-folding
time. The waterproofed K30 was then removed, allowed to
re-equilibrate with the ambient laboratory air, and then re-
submerged and allowed to reach the three e-folding time over
three di�erent submerged trials. Importantly, intervals for e-
folding times were separately calculated for the individual
submerged trials. Using Equations 4 and 5, values forKp were
then calculated using an estimated volume of 5.6 cm3. Hereafter,
PCO2(aq)refers to laboratory measurement of the partial pressure
of dissolved CO2.

Submerged IRGA Operation and Validation
Seminal work byJohnson et al. (2009)on the construction of
a passive, permeable membrane equilibrator suggested a depth-
correction for IRGA output to account for increased hydrostatic
pressure acting on a submerged gas analyzer. However, gas
exchange will occur across a membrane until such time thatPCO2
is equal between the water and the membrane enclosed volume,
irrespective of changes in the enclosed headspace volume brought
on by increased hydrostatic pressure, suggesting that such a
depth correction is not needed. To address this discrepancy
related to potential e�ects of increasing hydrostatic pressure
on membrane-enclosed IRGA operation, we explore the theory
behind PCO2 calculation for a membrane-enclosed submerged
IRGA and describe laboratory experiments that we use to test the
derived principles.

Submerged IRGA Output: Theoretical Principles
In air, concentrations of CO2 are typically reported by IRGAs
as volumetric fractions,xc, of CO2 in dimensionless units either
as parts per million volume (ppmv) or percent values for

Frontiers in Earth Science | www.frontiersin.org 6 November 2019 | Volume 7 | Article 313

https://www.arduino.cc
https://www.arduino.cc
https://www.CO2Meter.com
https://www.frontiersin.org/journals/earth-science
https://www.frontiersin.org
https://www.frontiersin.org/journals/earth-science#articles


Blackstock et al. CO2-LAMP: Low-Cost CO2 Monitoring Platform

FIGURE 3 | Schematic of reference measurement con�gurations for(A) dry-gas, (B) submerged, PCO2, and (C) variable depth experiments. Not to scale.

greater concentrations (> 10,000 ppm or 1%) wherexc may be
expressed as

xc D
Vi

Vtotal
, (7)

where Vi equals the volume of CO2 per total volume of gas,
Vtotal. Alternatively, CO2 in air may also be expressed as a partial
pressure,PCO2, from the product ofxi and total pressure (or sum
of partial pressures, i.e., Dalton's Law),Ptotal:

PCO2 D xcPtotal. (8)

While Ptotal can be directly measured, or assumed to be near
standard pressure, IRGAs do not directly measurexc.

Principally, an IRGA measures the molecular density of CO2
using the Beer-Lambert Law through the measured absorbance
of CO2 for a given wavelength (Fietzek et al., 2014). Molecular
density,� , is expressed as� D NCO2/Vtotal whereNCO2 is the
number of CO2 molecules.

The xc value from an IRGA is obtained using the ideal gas
law, with

PCO2Vtotal D
NCO2

NA
RT, (9)

PCO2 D
NCO2

Vtotal

RT
NA

D �
RT
NA

, and (10)

xc D
PCO2

Ptotal
D �

RT
NAPtotal

, (11)

whereRis the universal gas constant,T is temperature in Kelvin,
and NA is Avogadro's number. From Equation 11,xc values
depend on� , T, and Ptotal. If T and Ptotal are not measured,
factory calibrated values for temperature,T0, and pressure,P0,
are used to calculate a “reported” volume fraction,xr , which is
expressed as

xr D �
RT0

NAP0
. (12)

For the majority of low-cost CO2 gas analyzers, whereT andPtotal
are not measured simultaneously, IRGA output will generally
follow Equation (12), whereT0 andP0 are at or near 25� C and 1
atm, respectively. IfT andPtotal are measured a corrected volume
fractionxc, can be calculated, with

xc D xr
T
T0

P0

Ptotal
. (13)

While the correction in Equation (13) is routinely employed for
measurements of CO2 concentrations in ambient air and soil,
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dissolved CO2 concentrations are most commonly calculated
from PCO2, not a volumetric fraction. From Equation (10),
PCO2 can be calculated directly from molecular density,� ,
temperature, and known constants. However, IRGA output using
factory calibrated temperature, and pressure isxr . To determine
PCO2 from xr , Equation (12) is solved for� , and substituted into
Equation (13), giving

PCO2 D
xrNAP0

RT0

RT
NA

D
xrP0T

T0
. (14)

Note that calculation ofPCO2 from the reported volumetric
fraction only requires the calibration pressure (typically� 1
atm), not the pressure during measurement. On the other
hand, a temperature correction is needed if temperature during
measurement is substantially di�erent calibration conditions.

Equation (14) demonstrates with introduction of sensor
operating principles, total pressure factors out of the calculation
of PCO2. Therefore, for a well-mixed, relatively shallow
water body of equal temperature, salinity, and dissolved gas
concentrations, the partial pressure of CO2 measured by an
IRGA at equilibrium (i.e., no gas exchange across the membrane)
should be equal at all depths irrespective of hydrostatic pressure.
Combining Equations (1) and (14), the concentration of
dissolved CO2 determined from direct, membrane equilibration
methods using an IRGA can be expressed as

Ci D
PCO2

KCO2.T,S,P/
D

xrP0T
KCO2.T,S,P/ T0

. (15)

While the theoretical results suggest that no depth correction is
needed for calculation ofPCO2, if a sensor is suddenly lowered to
greater depths, compression of the membrane or sensor housing
may introduce increases in total gas pressure within the IRGA.
This will produce a short-term spike in the pressures of all gases,
including CO2. However, this produces disequilibrium between
the gas pressures within the water, and the IRGA which will drive
exchange across the membrane until dissolved gas pressure inthe
water, and gas pressure in the IRGA are back in equilibrium.

Variable Water Depth Experiments: Laboratory
Simulation
An accompanying depth compensation experiment measuring
CO2 at multiple depth intervals (Figure 3C) was conducted
to observe ifPCO2(aq) values varied with submerged depth. A
7.62 cm PVC pipe, 152.5 cm in length was �lled with water
(i.e., synthetic well) to accommodate varying depth interval
measurements. The gas mixture was delivered via a porous stone
at the bottom of the well. Initially, the submerged K30 10%
recordedPCO2(aq) values as the reference gas was delivered to
the water in to con�rm thePCO2(aq) of the water in the PVC tube
had equilibrated with the reference gas (same method described
in section Zero and Span Reference Measurements). Once the
water in the PVC tube had equilibrated to the reference gas, the
K30 10% was removed from the well and allowed to re-equilibrate
with laboratory atmospheric CO2 concentrations, which was
assumed to be� 500–600 ppmv.

The K30 was then quickly submerged to an initial depth of
20 cm and allowed to re-equilibrate with the PCO2(aq) imposed
with the reference gas. Once equilibrated, the K30 was then
dropped quickly from the 20 to 70 cm depth and allowed
to re-equilibrate. This process was further repeated for depth
intervals of 100 and 140 cm. During the experiment, equilibration
was assumed to be reached once values were both within the
analytical uncertainty of the reference gas, and reading variability
was equal to the K30 10% reading resolution of 10 ppm for at least
10 min. Values for three e-folding time were estimated, however,
after the experiments.

Field Trials
Field trials were carried out at Blowing Springs Cave and the
Savoy Experimental Watershed located in Northwest Arkansas,
USA (Figure 4). The two sites represent karst environments
within the Spring�eld Plateau physiographic province overlying
the Spring�eld Plateau aquifer (Kresse et al., 2014). The
Spring�eld Plateau province can be characterized as a mantled
karst terrain consisting of a cherty regolith overlying theBoone
Formation, a cave forming Paleozoic carbonate unit (Brahana
et al., 1999; Knierim et al., 2013; Al-Qinna et al., 2014; Jarvie et al.,
2014).

Blowing Springs Cave
At Blowing Springs Cave, both cave air,CO2(air), and dissolved
CO2 within the cave stream,PCO2(stream) were measured
independently by: (1) the CO2-LAMP, and (2) an enclosed
membrane-equilibrator similar toJohnson et al. (2009), hereafter
referred to as the “Vaisala system.” Sensors were located� 100 m
within the cave. In the CO2-LAMP platform, concentrations
of CO2 for CO2(air), and PCO2(stream) were measured by a
waterproofed K30 1, and 10%, respectively. For the Vaisala
system, CO2(air), and PCO2(stream) were measured using a
waterproofed (seeJohnson et al., 2009), Vaisala GMT220
(Helsinki, Finland), and logged using a Campbell Scienti�c
(Logan, UT) CR850. Cave air temperature and cave air pressure
were measured using a Campbell Scienti�c HC2S3 and CS106,
respectively. Cave stream temperature was recorded using Cave
air direction and speed were recorded using a Campbell Scienti�c
WINDSONIC1-L sonic wind sensor. Cave stream temperature
was measured using a Campbell Scienti�c CS547A-L. Cave air
temperature, cave air pressure, cave air �ow direction and speed,
and cave stream temperature were logged using the Campbell
Scienti�c CR850. ForCO2(air) and PCO2(stream) monitoring
locations, waterproofed Vaisala CO2 IRGAs, and K30 IRGA
sensors were placed alongside each other. Monitoring using the
CO2-LAMP lasted from 25 February to 9 March, 2017.

Percent di�erences between the Vaisala and CO2-
LAMP were calculated for measurements ofCO2(air) and
PCO2(stream), respectively:

% D 100�

�
�CO2, CO2LAMP � CO2, Vaisala

�
�

.CO2, CO2LAMPCCO2, Vaisala/
2

. (16)
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FIGURE 4 | Location of Blowing Springs Cave and the Savoy ExperimentalWatershed located within the Spring�eld Plateau physiographic province in northwestern
Arkansas, USA.

Savoy Experimental Watershed
The Savoy Experimental Watershed (SEW) is a long-term
experimental research station owned by the University of
Arkansas encompassing numerous karst features including
sinking streams, caves, cave springs, and epikarst springs
(Brahana et al., 1999; Al-Qinna et al., 2014; Covington and
Vaughn, 2018). Soil series at SEW have been previously classi�ed
as Clarksville (Loamy-skeletal, siliceous, semiactive, mesic Typic
Paleudults), Nixa (Loamy-skeletal, siliceous, active, mesic Glossic
Fragiudults), Razort (Fine-loamy, mixed, active, mesic Mollic
Hapludalfs), and Pickwick (Fine-silty, mixed, semiactive,thermic
Typic Paleudults;Soil Survey Sta�, 2019). Soils consist of very
deep, moderately to excessively drained, slow to moderately
permeable soils with clay contents ranging from 20 to 50% (Soil
Survey Sta�, 2019).

Soil CO2 concentrations at the SEW are reported for the
period of 9–22 July, 2017 and were measured� 2 m from a
centrally located weather station. Concentrations ofCO2(soil)
were measured using a waterproofed K30 10% at� 10 cm depth
within a soil cavity with the dimensions of� 10 cm depth and
4 cm diameter. A small opening was dug into the wall of the
soil cavity where the sensor was placed laterally in the base of
the cavity wall. The soil cavity was back-�lled as to minimize soil
disturbance. Unlike at Blowing Springs, a greater accuracy CO2
gas analyzer system was not co-deployed while the CO2-LAMP
was deployed. Considering the Vaisala system (or similar) asa
�eld reference measurement, assessment of absolute accuracies
were not possible. However, relative magnitudes of daily CO2
variability were compared to previous studies in a humid-
temperate environment (Hirano et al., 2003). At the weather
station, measurements of air temperature, soil moisture, and
rainfall were recorded every 5 min.

Post-processing Field Data
During �eld deployments, the low-power mode Arduino sketch
was used to record measurements. As mentioned previously, CO2

concentrations were logged every 10 s for 20 min, followed bya
40 min sleep period. Post-processing consisted of removing data
during warm-up and stabilization periods and then extracting
the �nal, stabilized values (Figures 5A–D). Final values measured
during measurement cycles at Blowing Springs for cave air and
dissolved CO2 and soil CO2 at SEW are reported here.

At Blowing Springs, stabilization periods for the sensor during
warm-up changed through the monitoring period (Figure 6).
Using a heuristic approach, the Hill-equation (Hill, 1910)—a
non-linear, four-parameter equation—was �t to data collected
during the monitoring after 100 s to evaluate changes in
stabilization times over the monitoring period. Fitting to the
data after 100 s minimized in�uence of the initial CO2 peak
(Figure 5A). In general, the Hill equation is useful in describing
experimental data that are sigmoid in shape where multiple non-
linear processes may be present (Goutelle et al., 2008; Gadagkar
and Call, 2015).

The formulation of the Hill equation used in this study was

y D d C

0

B
@

a � d

1 C
�

b
t

� c

1

C
A , (17)

where the coe�cients calculated for this study were:d, the initial
CO2 value;a is the �nal CO2 value;b is the time at which the
PCO2 value has changed halfway betweena and d; c, the “Hill
Slope” or “steepness” value (Gadagkar and Call, 2015); and t
is the time elapsed during the measurement period. Calculated
coe�cients for curve steepness,c, were analyzed.

At Blowing Springs, measurement timestamps between the
CO2-LAMP, and Vaisala system (which included cave air
temperature, cave air pressure, and cave stream temperature)
were variably o�set because of di�erent logging intervals. For
the CO2-LAMP, the sum duration of time spanning the two-
cycle operation (i.e., the “sleep” mode and measurement period)
was 65 min with the two-cycle operation beginning as soon as
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FIGURE 5 | (A–D)Post-processing steps for PCO2(stream) data. (A) Example of full measurement cycle data, which includes initial peak in �rst 100 s. (B) Example of
initial �ltering removing �rst 100 s of measurement cycles fornine measurement cycles on 26 February.(C) The last measurement value during each measurement
cycle was selected as the “stabilized” value for comparisonwith the interpolated Vaisala data. The measurement cycle data comprise the gray-shaded area in(B). (D)
Example of �ltered from data set in(B).

FIGURE 6 | Progressive change in PCO2(stream) stabilization curves through monitoring period.

the platform is powered. The Vaisala system was programmed
to also include a two-cycle operation, however, the total time
duration was 60 min. To address the variable temporal o�set,

values of cave air temperature, cave air pressure, cave stream
temperature, VaisalaCO2(air), and VaisalaPCO2(stream) were
linearly interpolated to match CO2-LAMP time stamps to
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FIGURE 7 | (A) PCO2(aq) measured during injection of 2,000 ppmv CO2

reference gas.(B–D) PCO2(aq) measured re-equilibration after equilibration of
water to reference gas. Modeled exponential �ts are solid black lines.
Horizontal orange line, 2k ppmv, denotes 2,000 reference PCO2(aq) value.
Vertical blue line indicated three e-folding time, 3� , or � 95% equilibration.
Measurements made using the K30 1% gas analyzer.

the nearest second. As the inter-hourly variability ofCO2(air),
PCO2(stream), cave air temperature, cave air pressure, and cave
stream temperature were relatively low at Blowing Springs during
the monitoring period, di�erences between true, and interpolated
Vaisala values are likely small. In turn, CO2-LAMP data are
directly compared to linearly interpolated Vaisala values of
CO2(air), PCO2(stream), cave air temperature, cave air pressure, and
cave stream temperature. For the following sections, reference
to values of cave air temperature, cave air pressure, cave stream
temperature, VaisalaCO2(air), and VaisalaPCO2(stream) refer to the
linearly interpolated values. As cave air �ow direction and speed
were not directly compared to CO2-LAMP data, these values
were not linearly interpolated. When cave air �ow reversals were
present, cave air �ow was from the interior of the the cave toward
the south entrance (or exiting the cave). Cave air �ow reversals
was de�ned when cave air �ow direction> 100� (Young, 2018;
Covington et al., in prep.).

CO2-LAMPCO2(air) and VaisalaCO2(air) data were corrected
using ancillary pressure and temperature measurements made of
cave air temperature using Equation (13). Values for CO2-LAMP
PCO2(stream) and VaisalaPCO2(stream) were corrected using only
water temperature data (Equation 14).

Parameter Estimation and Regression
Analysis
The constantsq (see Equation 4) andc (see Equation 17)
were estimated using EXCEL Solver (Microsoft, Redmond, WA,
USA) applying a least-sum-square error procedure, which uses
the Generalized Reduced Gradient method (Gadagkar and Call,
2015). Bivariate relationships were assessed by ordinary least
squares linear regression using PAST version 3.25 (Hammer et al.,
2001; Hammer, 2019).

RESULTS

Reference Measurements to Known Gas
Mixtures
Gas equilibrated reference measurements of CO2 and PCO2
using the CO2-LAMP were within the accuracy stated by the
manufacturer for the K30 1 and 10% IRGAS, respectively, in
both dry, and aqueous environments. To begin the aqueous
(or submerged) reference gas mixture experiments, tap water
from the laboratory was equilibrated with the reference by
delivering the gas mixture to the water using the di�user stone.
Considering the initial starting time as when the gas �ow from
the cylinder to the water began, the time needed for the water
to reach three e-folding intervals (or 95% equilibration) was
� 86 min for a volume of� 2.5 L (Figure 7A). This duration of
time encompasses both di�usion of CO2 into the water and
the subsequent exchange of CO2 across the membrane of the
submerged waterproofed K30. Once the measurements read by
waterproofed K30 reached the three e-folding time for the given
reference gas mixture, the waterproofed K30 was removed from
the water and allowed to re-equilibrate with laboratory ambient
air. At this stage, the dissolvedPCO2(aq) of the water in the

Frontiers in Earth Science | www.frontiersin.org 11 November 2019 | Volume 7 | Article 313



Blackstock et al. CO2-LAMP: Low-Cost CO2 Monitoring Platform

FIGURE 8 | Change in PCO2(aq) and time elapsed lowering from(A) air to 20 cm, (B) 20 to 70 cm, (C) 70 to 100 cm, and (D) 100 to 140 cm depth intervals. Recorded
values missed initial peaks when submerged for(B) (20 to 70 cm) and(D) (100 to 140 cm) due to lagged start time on data logger. Modeled equilibration and three
e-folding times are shown for(A) (20 cm) and(C) (100 cm). Estimated three e-folding times were> 60 min on (B) (70 cm) and(D) (140 cm). However, the time is
denoted in all panels when values are within analytical uncertainty of the reference gas mixture (hatched green line). Measurements made using the K30 10%
gas analyzer.

wet chamber was considered equilibrated with the reference
gas mixture.

The K30s were then re-submerged three separate times for a
minimum period to reach three e-folding times in the reference
gas equilibrated water volume (Figures 7B–D). The times needed
to reach 95% equilibration were 27, 33, and 38 min for three
reference experiments, respectively. The average e�ectiveKp
value calculated was 1.2� 10� 4 cm2/s, which while nearly two
orders of magnitude lower than CO2 di�usivity through ePTFE
from air-to-air environments (0.01 cm2 s� 1; Johnson et al., 2009),
was nearly an order of magnitude greater than the di�usivity of
CO2 in water (1.77� 10� 5 cm2 s� 1 at 20� C; Scott, 2000). Final
PCO2(aq) values were all within the analytical uncertainty of the
reference gas composition 2,000 ppm� 2% ppmv CO2 (or 2,000
� 40 ppmv CO2).

Variable Depth Trials
At all depths intervals,PCO2(aq) values during the �nal 10 min
of data logging were: (1) within the analytical uncertainty of
the 2,000� 2% ppmv CO2 reference gas (or 2,000� 40 ppmv
CO2); and (2) did not vary more than K30 10% resolution of
10 ppm (Figure 8). At depths 20, 70, 100, and 140 cm, �nal
stabilizedPCO2(aq) values and the percent di�erence (%) with
respect to the reference gas value of 2,000 ppm CO2 were 2,020
(1%), 2,000 (0%), 2,010 (0.5%), and 2,030 (1.5%), respectively. As
predicted, there were repeated patterns of an initial sharp increase
in PCO2 followed by a decline to imposedPCO2 values upon
rapid lowering of the K30 10% to greater depth. At depths 20, 70,
100, and 140,PCO2(aq) values were within analytical uncertainty

of the reference gas after 36.7, 36.3, 16.8, and 12.8 min. Three
e-folding times, 3� , calculated after the experiments were 30,
72, 50, and 124 min for the respective 20, 70, 100, and 140
cm depths.

Blowing Springs Cave CO2(air) and
CO2(stream)
During the �eld test, multiple periods occurred when cave air
�ow reversed whereby cave air exited through the southern
entrance (Figure 9A). Increases inCO2(air) concentrations up
to 749 ppm CO2 (as recorded by the Vaisala system) were
observed when cave air �owed toward the southern entrance
(Figure 9B). Increases inCO2(air) were generally followed by
periods of increasedPCO2(stream) values (Figure 9C). However,
broader peaks ofPCO2(stream) (i.e., 2–3 and 6–9 March) lagged
behind peaks inCO2(air) associated with the cave air �ow
reversals. ExcludingCO2(air) during cave air reversals,CO2(air)
concentrations (n D 220 measurements) were relatively constant
with a mean of 472� 2 ppm (mean� standard error). However,
PCO2(stream) increased, overall, during the monitoring period
from an initial value of 1,276–1,318 ppm CO2 (as recorded by
the Vaisala system for bothCO2(air) andPCO2(stream)).

Percent and ppmv di�erences between the Vaisala and CO2-
LAMP for CO2(air) ranged from 2.1 to 20.9% and 13 to 147
ppmv, respectively (Figure 9C). Percent and ppmv di�erences
between the Vaisala and CO2-LAMP forPCO2(stream) ranged
from 1.3 to 11.9% and 16 to 147 ppmv, respectively, and exhibited
a slight overall increase in percent di�erence during deployment
(Figure 9D). Median percent and ppmv di�erences between
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FIGURE 9 | (A) Cave air �ow direction and cave air �ow velocity. Cardinal directions are shown. Periods when cave air �ow direction are> 100� are shaded gray in all
panels. (B) Concurrent measurements of CO2(air) and PCO2(stream) collected by the CO2-LAMP and Vaisala platforms from 26 February to 9 March, 2017. (C) Percent
difference for CO2(air) between the CO2-LAMP and Vaisala and changes in cave air temperature over the monitoring period.(D) Percent differences for PCO2(stream)

between the CO2-LAMP and Vaisala and changes in curvature (i.e., c coef�cient) derived from the Hill-equation.
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FIGURE 10 | CO2-LAMP vs. Vaisala measurements for(A) CO2(air) and (B) Vaisala PCO2(stream).

CO2(air) andPCO2(stream)were 11.6% and 56 ppmv and 8.1% and
92 ppmv, respectively. Values forCO2(air) measured using a K30
1% were often outside the manufacturer absolute accuracy� 30
ppmv � 3% stated for the K30. Values forPCO2(stream)measured
using the K30 10%, however, were within the stated absolute
accuracy of� 300 ppmv� 3%.

Measurements ofCO2(air) and PCO2(stream) between the
Vaisala and CO2-LAMP measurements did not appear to vary
randomly during the monitoring period. The largest di�erences
betweenCO2(air) values for the two instruments were observed
during temperature peaks and coincided with cave air �ow
reversals. Di�erences inPCO2(stream) between the Vaisala and
CO2-LAMP appeared to exhibit a quasi-oscillatory behavior
and some covariation was observed between measurement
di�erences and curvature (orc coe�cient) values calculated
from the Hill-equation �ts to the equilibration curves for the
CO2-LAMP. Overall, measurements of CO2(air) (r 2 D 0.97,p
< 0.01) andPCO2(stream) (r 2 D 0.99,p < 0.01) between the
Vaisala and CO2-LAMP platform were well-correlated during the
monitoring period (Figure 10).

Savoy Experimental Watershed CO2(soil)
Measurements ofCO2(soil) at SEW exhibited both diurnal
variation and an overall decline during the monitoring period
(Figure 11). The daily amplitude of CO2 variation ranged from
1,170 to 5,460 ppm with daily minimum and maximum values
of CO2(soil) observed at approximately mid-night and mid-
day (local time), respectively. Similar timing of minimum and
maximum CO2(soil) values were also reported byHirano et al.
(2003). During the monitoring period, a light rain event occurred
on 14 July evident from small rainfall totals and reduced daily
temperatures, but no change in soil moisture was observed.
However,CO2(soil) values decreased over 7,000 ppm from 14
to 15 July, increasing into 16 July, and subsequently decreasing
over the remainder of the monitoring period. Overall, daily

medianCO2(soil) values were well-correlated with daily median
soil moisture values (r2 D 0.84;p < 0.01).

DISCUSSION

Measurement Accuracy and Assessment
Laboratory reference experiments using known CO2
concentrations and imposingPCO2(aq) values in a volume
of water demonstrated the viability of a K30 sensor for accurate,
direct measurement ofPCO2(aq) with equilibration times of
27–38 min. Compared to other commercial and non-commercial
membrane-equilibration systems similar toJohnson et al. (2009)
(< 30 min), observed equilibration times in this study were
slower most likely due to smaller membrane surface area to
enclosed membrane volume ratios.

From both the submerged reference experiments (Figure 7)
and variable depth trials (Figure 8), K30 1 and K30 10%,
respective �nal measured values were all within the analytical
error of the reference gas mixture. Initial o�sets and driftthat
might have occurred during and post-laboratory measurements
were not assessed; however, accounting for any drift over
the laboratory experiment period would have had negligible
di�erence for the reportedPCO2(aq) values and the outcome of
the reference experiments.

IRGA Principle Operation and PCO 2 Depth
Independence
Based on both theoretical principles and empirical evidence,
the measurement of partial pressure of CO2 using a submerged
IRGA in equilibrium with surrounding water is independent
of hydrostatic pressure (Equation 17;Figure 8). However,
CO2 concentration spikes occur with sudden increases in
hydrostatic pressure (i.e., submerging to deeper depths) before
the submerged IRGA returns to the reference CO2 value.
This temporary increase in CO2 is interpreted to indicate
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FIGURE 11 | (A) Hourly CO2 (soil) concentrations and median daily values from a 10 cm soil cavity and overlying air temperature from 9 to 24 July at the Savoy
Experimental Watershed.(B) Fifteen-minute interval measurement of soil moisture, median daily soil moisture values, and rainfall totals measured from a weather
station located � 2 m from the soil cavity.(C) CO2(soil) vs. soil water content.

compression of the enclosed membrane volume, which leads
to a decrease in the gas volume,Vtotal, whereby: (1) there is
an increased molecular density of CO2 without adding more
CO2 molecules; which (2) yields a greater CO2 concentration
measured by the IRGA; and (3) creates a situation where
the total gas pressure inside the enclosed membrane volume
was greater than the total dissolved gas pressure of the
external water and drives re-equilibration by both di�usion(i.e.,
partial pressure di�erences) and advective (i.e., total pressure
di�erences). As N2 was the predominant species present in
the reference gas mixtures (i.e., 99.8% nitrogen balance for
reference gas mixture of 2,000 ppm CO2), total pressure
equilibration was likely driven by N2 exchange. As total pressure
within the enclosed membrane re-equilibrates with the total
dissolved gas pressure of the water, remaining gas exchange

was driven by re-equilibration of partial pressures of the
dissolved CO2.

Assuming an initialVtotal of 5 cm3 and rearranging Equation
(14), a volume change of 6.7% would produce the observed
increase inPCO2 of � 150 ppmv during the 20–70 cm variable
depth experiment from 0 to 20 min of elapsed time (Figure 8C).
Given the K30 10% materials and waterproo�ng components
being partially �exible, this percent change was within reason.

Accounting for increased hydrostatic pressure acting on
the sensor (Johnson et al., 2009) with depth gives rise to
overestimates ofPCO2, and these overestimates are proportional
to the submerged depth. Assuming a water density of 1,000
kg/m3, every 10 cm imparts an increase in hydrostatic pressure
equivalent to 9.81 hPa, which would equal an� 8.77%
overestimation per meter. Considering the comparative accuracy
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of dissolved CO2 measurement between various equilibration
methods to be� 15% (Abril et al., 2015; Yoon et al., 2016), an
equal value of overestimation because of the hydrostatic pressure
correction is incurred at only 1.68 m depth.

Field Instrument Comparison
Measured CO2 relations between the Vaisala and CO2-LAMP for
CO2(air) andPCO2(stream)covaried linearly and were statistically
signi�cant (r2 > 0.97, p < 0.01). As previously mentioned,
inter-comparison assessments of manual, active, and passive
equilibration methods for directPCO2 measurement exhibited
average di�erences of� 15% between measurement methods
from �eld sampling (Abril et al., 2015; Yoon et al., 2016).
At Blowing Springs, the observed median di�erences for
PCO2(stream) between the Vaisala and CO2-LAMP in this study
was only 8.6%. For both CO2(air) and PCO2(stream), di�erences
between the Vaisala and CO2-LAMP likely arose from the
varying ability to drive o� moisture build up inside the IRGA.

At Blowing Springs, the Vaisala IR source generates more heat
than the K30 IR source. In turn, the Vaisala heating element
potentially allows for faster removal of any moisture within
the IRGA given 100% humidity conditions in the enclosed
membrane volume, which can interfere with measurement
magnitude and stability. Greater initialPCO2(aq) concentrations
for CO2-LAMP data during warm-up periods (Figures 5A–C)
could be resultant from liquid water condensate decreasinglight
intensity at the infrared detector (i.e., resulting in arti�cially
large CO2 values;Fietzek et al., 2014). This may explain greater
di�erences amongCO2(air) measurements vs.PCO2(aq) between
the CO2-LAMP and Vaisala system. As greater temperature
variations occurred in the cave air vs. the cave stream, the
likelihood for condensation development and overestimation
would have been greater for the K30 measuring cave air.
Measurement stability over time was likely better sustainedin
the Vaisala given the ability to remove excess moisture overthe
deployment period.

Speci�c factors and correction coe�cients for the
aforementioned factors vary not only between manufacturers,
but also among individual IRGAs of the same manufacturer
(McDermitt et al., 1993; Martin et al., 2017). Fully explaining
observed di�erences betweenCO2(air) and PCO2(stream)
were outside of the scope of this study, but work toward
accounting for humidity, temperature, and pressure within
the membrane-enclosed headspace should, in theory, allow for
increased measurement accuracy. Related e�ects from moisture
interference, such as band broadening, e�ective pressure, and
particularly, water dilution e�ects (McDermitt et al., 1993;
Welles and McDermitt, 2005), will a�ect IRGA accuracy, but
were also not fully assessed in this study.

Capturing CO 2 Variability in Natural
Settings
Carbon dioxide variability at both sites may be generally
described as arising from complex carbon exchange pathways
and biogeochemical cycling, which vary down to hourly time-
scales. At Blowing Springs Cave, large changes inCO2(air), and
PCO2(stream)are linked to cave ventilation, and air �ow reversals

in the cave system; whenCO2(air) increases, the �ux of CO2 from
the stream decreases, subsequently increasingPCO2(stream). At
SEW,CO2(soil) decreases over the monitoring period are likely
related to changes in soil moisture (i.e., drying), and coupled
reduced soil respiration (Hirano et al., 2003).

Ultimately, the IRGA selection for capturingCO2(air),
PCO2(aq), or CO2(soil) variability within environmental systems
should be determined based on needed accuracy, priori
knowledge of CO2 variability (i.e., temporal and absolute
magnitude), and site conditions. With respect to the K30 IRGAs,
small variations inCO2(air), and PCO2(stream) < 1% (or 10,000
ppm) CO2 like those at Blowing Springs are better suited for
the K30 1%. While no reference measurement system was in
place (e.g., Vaisala or similar accuracy IRGA) at SEW,CO2(soil)
exhibited similar ranges, and environmental response observed
in previous studies (Hirano et al., 2003; Jassal et al., 2005).
As such, ifCO2(soil) is known to be> 1% at times when soil
respiration is more active, monitoring large changes inCO2(soil)
present in most soil systems is better suited for the K30 10%.

When not submerged in water or a fully saturated soil,
equilibration of CO2 between the enclosed membrane volume
and the environment will be relatively fast, and is likely to fully
capture the temporal, and absolute magnitude of CO2 variability.
In aquatic environments, such as surface waters, the temporal,
and absolute magnitude ofPCO2(aq), however, may not be fully
captured due to slower equilibration time of the membrane-
equilibration method (Yoon et al., 2016). Given site conditions,
however, the membrane-equilibration method may still be the
only viable method. As the CO2-LAMP equilibration time for
PCO2(aq) was measured to be up to 37 min, collection of discrete,
direct measurements using faster equilibration methods (see
section Direct Measurement of Dissolved CO2 Principles) during
varying �ow regimes would, at the least, aid in elucidating the
magnitude of CO2 variability not captured.

In all cases, �eld deployments should include: (1) accounting
for environmental factors (i.e., humidity, pressure, temperature);
(2) performing zero-gas (i.e., no CO2 gas present) measurements;
and (3) span gas measurements before, during, and after
deployment. Incorporation of these �eld checks should increase
measurement accuracy for CO2 measurements (Fietzek et al.,
2014; Martin et al., 2017) without use of an accompanying
greater-cost system (e.g., Vaisala system) and yield assessment of
both the K30 1% and 10% performance over longer deployment
periods (> 2 weeks).

Instrument Fouling, Fabrication
Considerations, and Future Field
Deployment
From initial deployments of the CO2-LAMP system,
environmental factors have been noted which may have
solely or in part caused temporary and permanent K30
instrument fouling. First, suspended sediments and other
materials (e.g., branches, shells, etc.) can abrade the membrane
surface causing microtears. Microtears, while not always visible,
allow for liquid water to seep through and damage the K30
instrument's components. Second, upon epoxy application, and
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waterproo�ng of the K30, careful attention is needed to ensure
the rubber compound seals the contact between the serial cable,
epoxy, and plastic case to prevent water intrusion to the K30
from openings that, similar to microtears, are not always visually
apparent. Moreover, application of the rubber compound greatly
aids strain relief for the serial cable exiting the plastic case.
Third, silt and smaller clay size particles can accumulate onthe
membrane surface particularly if oriented “face up” relativeto
the stream surface. If left unprotected, a mud layer or bio�lmcan
accumulate. In both cases, dissolved CO2 concentrations would
be more in�uenced by dissolved CO2 changes within the mud
or algal mass rather than the surrounding water. For protection
against sediment and bio�lm buildup on the membrane surface,
it is recommended to orient the sensor vertically in the water
column or “face down” relative to the stream surface. For
bio�lms speci�cally, use of a bronze mesh has been found
to be successful in preventing bio�lm accumulation in other
freshwater and marine environments (Steven et al., 2014).

Recommendations for future, long-term �eld deployments
using a design similar presented here should consider three
modi�cations. During fabrication, a conformal coating wasnot
applied; however, previous studies employing the K30 for use in
�oating chambers noted the utility in application of a protective
coating on the electronic components for both assembly and
�eld operation (Bastviken et al., 2015). A conformal coating
would serve as a protective layer with no disturbance to the
K30 printed circuit board. The conformal coating would also
provide additional structural support to the initial UART serial
connection made to the circuit board before attaching the
membrane and rubber compound coating and may help limit
any e�ects from either contraction or expansion of the epoxy-
resin during curing. Second, increasing the surface area of
the membrane relative to the enclosed membrane volume will
increase equilibration time. Lastly, inability to remove excess
condensation that results from membrane saturation (Manning
et al., 2003) or in-stream temperature changes will greatly
diminish instrument accuracy and potentially cause permanent
instrument fouling over time (Fietzek et al., 2014). While
condensation buildup was not directly investigated, removal of
excess moisture from condensation is warranted for long-term
CO2-LAMP deployment and CO2 accuracy.

CONCLUSIONS

Expanding the variety of sites and frequency of CO2
measurements in ambient, soil, and aqueous environments
are critical in constraining local carbon dynamics and addressing
gaps in e�orts to quantify the planetary-scale carbon cycle.
Reduction of instrument costs provides a pathway to expand
CO2 monitoring across Earth, particularly in research programs
where relatively greater-cost platforms are cost-prohibitive.

As part of the CO2-LAMP development, a theoretical
presentation of IRGA output, and accompanying
experimentation demonstrate that, forPCO2 measurements,
temperature is the only correcting variable; however, for
measurements in ambient air, total pressure is needed for

calculatingxc (i.e., pressure- and temperature-corrected values).
Importantly, these �ndings hold signi�cant implications
for past, current, and future implementation of IRGA
analyzers for dissolvedPCO2 measurement, and, where
applicable, recalculation of reported values from previous
studies should be considered, particularly for probes at
deeper water depths.

Recorded observations in both the laboratory and �eld
demonstrate the CO2-LAMP to be a viable, low-cost
alternative to monitoring CO2 in �eld settings. In the
case of PCO2(aq), reported values were within reported
uncertainties between di�erent methods. Future work
will modify the gas analyzer-water interface to minimize
potential fouling due to moisture intrusion and/or long-term
condensation buildup.
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